
SANDIA REPORT 
SAND2008-7583 
Unlimited Release 
Printed November 2008  
 
 
 

Report of Tritide Study at the 
Responsive Neutron Generator  
Product Deployment Center  
 
 
Jaime Coffey and Robert Burkhart  
 
 
 
 
 
Prepared by 
Sandia National Laboratories 
Albuquerque, New Mexico  87185 and Livermore, California  94550 
 
Sandia is a multiprogram laboratory operated by Sandia Corporation, 
a Lockheed Martin Company, for the United States Department of Energy’s 
National Nuclear Security Administration under Contract DE-AC04-94AL85000. 
 
Approved for public release; further dissemination unlimited. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 



2 

 
 
 
 

Issued by Sandia National Laboratories, operated for the United States Department of Energy by 
Sandia Corporation. 
 
NOTICE:  This report was prepared as an account of work sponsored by an agency of the United 
States Government.  Neither the United States Government, nor any agency thereof, nor any of 
their employees, nor any of their contractors, subcontractors, or their employees, make any 
warranty, express or implied, or assume any legal liability or responsibility for the accuracy, 
completeness, or usefulness of any information, apparatus, product, or process disclosed, or 
represent that its use would not infringe privately owned rights. Reference herein to any specific 
commercial product, process, or service by trade name, trademark, manufacturer, or otherwise, 
does not necessarily constitute or imply its endorsement, recommendation, or favoring by the 
United States Government, any agency thereof, or any of their contractors or subcontractors.  The 
views and opinions expressed herein do not necessarily state or reflect those of the United States 
Government, any agency thereof, or any of their contractors. 
 
Printed in the United States of America. This report has been reproduced directly from the best 
available copy. 
 
Available to DOE and DOE contractors from 
 U.S. Department of Energy 
 Office of Scientific and Technical Information 
 P.O. Box 62 
 Oak Ridge, TN  37831 
 
 Telephone: (865) 576-8401 
 Facsimile: (865) 576-5728 
 E-Mail: reports@adonis.osti.gov 
 Online ordering: http://www.osti.gov/bridge 
 
Available to the public from 
 U.S. Department of Commerce 
 National Technical Information Service 
 5285 Port Royal Rd. 
 Springfield, VA  22161 
 
 Telephone: (800) 553-6847 
 Facsimile: (703) 605-6900 
 E-Mail: orders@ntis.fedworld.gov 
 Online order: http://www.ntis.gov/help/ordermethods.asp?loc=7-4-0#online 
 
 
 

 
 



3 

SAND2008-7583 
Unlimited Release 

Printed November 2008 
 
 
 
 

Report of Tritide Study at the  
Responsive Neutron Generator  

Product Deployment Center 
 
 
 
 

Jaime Coffey, Radiation Protection Operations Team  
and 

Robert Burkhart, Enabling Services Department 
 
 
 

Sandia National Laboratories 
P.O. Box 5800 

Albuquerque, NM  87185-0870 
 
 
 
 

Abstract 
 

This report documents a study of sample counting results for wipes from routine surface area 
monitoring conducted at the Responsive Neutron Generator Product Deployment Center 
(RNGPDC) at Sandia National Laboratories (SNL). The study was initiated in November 
2006, with two samples suspected of containing erbium tritide, after some samples were 
found to exhibit higher tritium counting rates upon recount at a later time. The main goal of 
the study was to determine whether the current practice of analyzing tritium wipe samples 
once, within a few days of sample collection, is adequate to accurately quantify the amount 
of tritium on the sample when tritides may be present. Recommendations are made toward 
routine recounting of vials suspected of containing particulate forms of tritium. 
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Report of Tritide Study at the Responsive Neutron 
Generator Product Deployment Center 

 
INTRODUCTION 
 
This report documents a study of sample counting results for vials containing wipes from routine 
surface area monitoring conducted at the Responsive Neutron Generator Product Deployment 
Center (RNGPDC) at Sandia National Laboratories (SNL). An indication that some samples 
exhibited higher tritium counting rates during subsequent recounts initiated the study. Some 
samples counted within a few days of collection initially showed less than two times the 
minimum detectable activity (MDA) for tritium, but later showed more than two times MDA. 
The original data was not sufficient to understand the underlying process at work, so a more 
detailed study was developed. 
 
The main goal of the study was to determine whether the current practice of analyzing tritium 
wipe samples once—within a few days of sample collection—is adequate to accurately quantify 
the amount of tritium on the sample. 
 
Because our work involves some handling of metal tritides, a secondary goal of the study was to 
gather additional information as to the presence and properties of these materials relative to 
sample counting. 
 
THEORY 
 
Tritium 
Tritium is a radioactive isotope of hydrogen consisting of one proton and two neutrons. Tritium 
is naturally produced in the upper atmosphere by bombardment of Nitrogen-14 by a neutron. 
This results in the production of tritium and Carbon-14. Tritium can also be produced by various 
man-made processes and is commonly used for radioluminescent materials and neutron 
generator devices such as those produced by Sandia at the RNGPDC.  
 
Tritium is unstable and decays by beta particle emission with a half-life of 12.43 years and an 
energy of 18.6 keV. This decay produces a Helium-3 nucleus, a beta particle, and an anti-
neutrino. The average beta particle energy is 5.7 keV. With one unimportant exception, tritium is 
the weakest known beta emitter. The range of beta particles is about 5 mm in air, and only 
.005 mm in water or soft tissue. This short range means it does not present an external hazard 
from human exposure, but does present detection challenges, as will be discussed below. 
 
Although all three isotopes of hydrogen behave about the same chemically, regardless of their 
mass number, tritium presents different biological risks based on its chemical form. Since the 
human body has no affinity for molecular hydrogen, the gas form is not readily absorbed via 
inhalation or through the skin. Tritium in the form of water (HTO or T2O) presents a more 
significant risk. Tritiated water is readily absorbed by the body and is eliminated with a 
biological half-life of approximately 10 days. The greater absorption of tritiated water is 
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responsible for the much lower exposure limits expressed as Derived Air Concentrations in 
Reference [1].  
 
Metal tritides represent another level of concern for human exposure. In this case, the main 
concern is with respirable particulates [3],[5]. The biological half-life of some tritides can be an 
order of magnitude higher than those of HTO [4]. Metal tritides emit low energy beta particles 
and bremsstrahlung and, once entrained in the lungs, can cause local tissue damage [6]. The 
resulting doses depend on which metal is present and its solubility, but are on the order ten times 
higher than tritiated water based on the airborne limits given in Reference [1]. 
 
Metal Tritide Chemistry 
Hydrogen can behave as an electrophite or nucleophite and can react with nearly all elements of 
the periodic table. This accounts for the large number of known metal hydrides. The reaction 
products of the hydrogen isotopes with metals are called metal protides, metal deuterides, and 
metal tritides. Their binding character can be ionic, covalent, or metallic. The metal hydrides are 
of interest mainly because of their large hydrogen storage capacity, which is useful in 
applications such as neutron generators. 
 
The tritide of particular concern in this study is erbium di-tritide (ErT2). Other tritides are also 
used at the RNGPDC, but the main production operations utilize ErT2. The usual process for 
forming metal tritides is tritium absorption from the gas phase. The tritide is formed by exposing 
a metal to tritium gas in a high-temperature environment. Erbium oxidizes easily and normally 
has an outer oxide layer. Metal tritides formed from rare earth metals like erbium are very stable 
and don’t readily release tritium once formed. Of interest from a dose perspective is the 
(aqueous) solubility of the tritide because the behavior of tritium in the body is heavily 
dependent on the solubility of any particles inhaled. The rare earth metal tritides are not very 
soluble and the solubility generally decreases with molecular weight.  
 
Tritium Measurement 
Large quantities of tritium are measured using calorimetry, and intermediate levels can be 
measured with mass spectrometry; however, at the levels normally encountered in a laboratory 
environment, liquid scintillation is the only practical measurement option. This is mainly due to 
the low penetrating ability of tritium beta particles. Liquid scintillation involves placing the 
sample to be counted directly into a liquid, which then emits detectable light and avoids 
problems relating to signal loss between the source and the detector, attenuation of particles by 
detector windows, and beta backscattering from the detector [2].  
 
To properly quantify the amount of activity in a metal tritide sample the tritium must be removed 
from the metallic structure. This can be accomplished by burning the tritium of a metal tritide 
sample in a Wickbold apparatus, converting the tritium to HTO, which is in turn analyzed. 
Another method is to dissolve the metal tritide sample in an acid in a closed container where 
tritium atoms exchange with hydrogen atoms of the acid. The HT gas, which also arises, is 
oxidized to HTO in a second step using H2O2 and a precious metal catalyst. Unfortunately, these 
methods do not lend themselves to routine application, so liquid scintillation is once again the 
method of choice [7].  
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The first step in liquid scintillation analyses for tritium involves incorporation of the sample, 
usually a paper filter wipe, within a suitable liquid scintillation solution—typically in a glass 
vial. The vial is then placed in a light-tight enclosure within the liquid scintillation analyzer and 
is viewed by photomultiplier (PM) tubes. Since all beta particles pass through some portion of 
the scintillator, and most are stopped in the scintillator, the counting efficiency can be very high. 
The output of the analysis is typically reported in units of dpm/wipe or dpm/100 cm2. 
 
MATERIALS AND METHODS 
 
Scope of Study 
The study began in November 2006 with two samples suspected of containing metal tritides. 
When these samples were observed to increase over time, the study was expanded (in December 
2006) with the addition of four more samples. It was later recognized that more frequent analyses 
were needed immediately after collection, so 30 more samples were added in March 2007. 
 
All together, a total of 36 swipes were taken in areas with detectable surface contamination, both 
with and without a known potential to contain metal tritides (gloveboxes, fume hoods, and 
vacuum storage units). Sample points were intentionally chosen to cover a large range of 
contamination levels (counting rates).  
 
A standard contamination swipe method was used, consisting of lightly rubbing Whatman 
47 mm paper filters across 100 cm2 of surface area, where possible. The swipes were then 
individually placed in glass vials with 18 ml of Ultima Gold ™ XR liquid scintillation fluid and 
analyzed using a Packard TRI-CARB 2500TR liquid scintillation counter. The swipes were 
recounted weekly for 24 weeks. 
 
Control Sample 
A vial containing a spike sample (HTO) of known and consistent counting rate was obtained 
from the main counting lab and counted along with the samples as a control.  
 
Erbium Evaluation 
After the results had stabilized or reached an apparent maximum, the wipes were removed from 
six samples and analyzed for erbium using Inductively Coupled Plasma (ICP) analysis. The 
analyzer used was a Perkin-Elmer Optima model 5300 DV. The highest reading samples were 
chosen due to the sensitivity limitations of the ICP analysis method. Following removal of the 
wipes, counting of the vials continued until the study was concluded. 
 
RESULTS AND DISCUSSION 
 
Raw Results   
The raw results of the analysis of the wipe samples are included as Attachment 1Attachment 1, 
tabulated in Attachment 2, and plotted in Figure 1.  
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Analysis 
The results were normalized by dividing each sample count by the initial reading for that sample. 
This shows the relative increase of each sample as a multiple of its initial counting rate. The 
normalized results are graphed in Figure 2 and tabulated in Attachment 3. 
 
The results were also normalized by plotting the counting rates against the time elapsed since the 
initial count of each sample, rather than the actual counting dates. This allows comparison of rise 
times across all samples. The Time Normalized Raw Counting Results are graphed in Figure 3 
and tabulated in Attachment 4. 
 
The data were further analyzed for the amount of time needed for the samples to reach 90% of 
their final counting rates. The results of this analysis are presented in Figure 4. 
 
Upon close examination of the data, the following observations were made: 
 

1. The average increase across all samples (excluding the control and a single outlier) was a 
factor of 2.7 ± 1.3 times the initial counting rate. Those samples which increased by more 
than 20% exhibited an average increase of 3.2 ± 1.2. 

2. The highest relative increase observed for any sample (the outlier) was a factor of 19.4 in 
a sample from a Transmission Electron Microscope (TEM) sample fixture tip. It is 
suspected that the large increase observed in this one sample may have resulted from a 
larger particle than those picked up by the other samples. 

3. The median amount of time required for the samples to reach 90% of their final counting 
rate was 45 days. 

4. All samples destined to increase more than 20% above the initial reading were observed 
to exceed 20% within 7 days of the initial count. 

5. Removing the wipes from the vials after the counting rates had reached their maximum 
levels had very little effect on the readings, indicating that almost all of the tritium 
activity remained in the cocktail. 

 
Statistical Analysis of Results 
A plot of the percent ranking of normalized sample maxima versus a standard normal 
distribution is provided in Figure 5. Review of this graph and the curves presented in Figure 2 
indicated that two different groups were represented by the data: samples that increased less than 
20% (appearing as less than -1 sigma on Figure 5) and those that increased more than 20%. This 
suspicion was confirmed statistically using Minitab® (version 15) to conduct a two-sample t-test 
with a 99.7% confidence interval. The t-test results showed that the nine samples that increased 
the least are indeed statistically distinct from those that increased more.  
 
However, no clear boundary separating samples likely to contain tritides from those where the 
expectation was lower was observed. Some of the higher increases were observed in samples not 
expected to contain tritides and some samples (notably some glovebox surfaces), which were 
considered likely to contain tritides, did not increase significantly. 
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Results of Erbium Evaluation 
The laboratory analytical report for the erbium analyses is presented as Attachment 5.  
 
Note: Add one to all the sample numbers quoted in the Lab Report for comparison with the rest 

of the data provided (e.g., the results reported for sample #28 are actually for sample 
#29).  

 
Erbium was positively detected on the two samples containing the most tritium. No statistical 
correlation with tritium concentration was possible, however, due to the small sample size and 
the proximity of the results to the ICP erbium detection limit. The presence of erbium in the 
samples supports the conclusion that metal tritides are the likely source of the observed increase 
in counting rates over time. 
 

Legend for Figures 1-3 
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Figure 1.  Raw Counting Results 
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Figure 2.  Normalized Counting Results 
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Figure 3.  Time Normalized Raw Counting Results 
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Figure 4.  Times to 90% of Final Reading 
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Figure 5.  Statistical Distribution of Counting Results 

 
 
CONCLUSIONS AND RECOMMENDATIONS 
 

1. The current single count analysis method for wipes is adequate for HTO, but is not 
adequate to quantify suspected particulate tritium levels. 

2. The majority of samples within neutron generator production operations may be expected 
to exhibit an increase in count rate over time, and it is not currently possible to accurately 
predict which samples will not increase. 

3. We recommend that tritium sample vials within neutron generator operations at the 
RNGPDC routinely undergo a second count 7-10 days after the initial count in order to 
obtain more information about the sources of the counting increases.  

4. We further recommend that samples found to increase by more than 20% on the second 
count be held and recounted again at 45 and 90 days to estimate their final counting rates 
and to determine the multiplication factor more precisely. 

5. Since the expected overall increase is less than a factor of 5 and because the extent of the 
current controls have been found to be more than adequate to control personnel exposures 
at the RNGPDC, the initial count should continue to be used for radiation protection 
purposes until sufficient data is obtained to warrant further action. 

 

>20% increase 

<20% increase 
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ATTACHMENT 1:  WIPE COUNTING RESULTS 
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ATTACHMENT 2:  
SPREADSHEET TABULATION OF WIPE COUNTING RESULTS 
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ATTACHMENT 3:  COUNT-NORMALIZED COUNTING RESULTS 
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ATTACHMENT 4:  TIME-NORMALIZED COUNTING RESULTS 
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ATTACHMENT 5:  ERBIUM ANALYSIS RESULTS 
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 Operated for the U.S. Department of 
Energy by 
 Sandia Corporation 

 Albuquerque, New Mexico 
87185-0871 

 date:  June 21, 2007 
 
 to: Jamie Coffey, org 10328 
  Don Zerwekh, org 10328 
  Bob Burkhart, org 2733 
    
 from: Michael Courtney, org 2736 
 
subject: Erbium on Scintillation Cocktail Swipes 

 
BACKGROUND: The chemistry lab was requested to analyze five radioactive swipes in 
scintillation vials containing Ultima Gold XR liquid scintillation cocktail (UG) for erbium 
metal quantity. A procedure was developed to precipitate and filter the majority of the UG 
without losing the Erbium metal. This procedure works fairly well, but the gelatinous 
precipitate clogs the filter paper, sticks to the glassware and the UG which remains in the 
sample clogs the cones of the ICP-MS. Because of the difficult matrix, only the two most 
radioactive samples were chosen to be analyzed.  
 
METHOD SUMMARY:  The swipes (one Q-tip and one filter paper) were removed from the 
scintillation vial, allowing the excess UG to be drained back into the vial. The swipe was 
placed in a beaker and 5ml of concentrated HCl was added to dissolve the erbium and 
precipitate the UG. 25ml of DI water was added, and the solution was heated, to further 
precipitate the UG. The sample was then filtered and quantitatively transferred to a 100ml 
volumetric flask containing internal standards (2ppb each Lutetium, Thulium and Terbium). 
Calibration standards from 100ppt Er to 12ppb Er were prepared and used to calibrate the 
ICP-MS. In addition, 2 filter paper swipe blanks with UG were spiked with Er and run 
through the same process as the samples to verify the procedure recoveries.  
 
RESULTS:   

Erbium on Q-Tip and Swipe in Ultima Gold solution.    
       
 Micrograms/Liter Erbium   Micrograms 
Sample m/z166 m/z167 m/z168 Avg ug/L dilution(L) Erbium 
Q-Tip (sample #28) 0.285 0.283 0.285 0.284 0.1 0.028 
Swipe (Sample #6) 0.056 0.055 0.055 0.055 0.1 0.006 
       
Procedure Verification     recovery  
Spiked Swipe Blank in UG (1.278ppb) 1.217 1.224 1.214 1.218 95%  
Spiked Swipe Blank in UG (1.278ppb) 1.194 1.188 1.200 1.194 93%  
1.278ppb Std check 1.259 1.264 1.276 1.266 99%  
Blank -0.003 -0.005 -0.004 -0.004   

Calculated detection limit for Erbium at this dilution = 0.001 microgram 
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The quantity of UG that was absorbed by the sample was estimated by soaking a Q-tip and 
filter swipe in UG and then determining the difference in dry and wet weight.  
Estimated quantity of UG transferred with Q-Tip = 0.22g 
Estimated quantity of UG transferred with filter swipe = 0.44g 
 
CONCLUSION:  Although close to the detection limit of our ICP-MS, erbium was detected 
in both samples we analyzed. A considerable amount of UG was transferred with the swipes 
and it is uncertain whether the erbium was on the smear or in the UG. Spiked filter paper 
blanks in UG cocktail showed good recoveries, verifying the method. 
 

Addendum dated 7/12/08: 
 
I have analyzed the additional swipes you requested for erbium on 7/3. (see attached Excel spreadsheet)  
Swipes #5, #25 and approximately 0.4ml of cocktail from #28 were analyzed. I also ran a blank filter in 
cocktail along side the samples in the Chemistry Lab rad-hood. The problem is that the blank ran as high 
as the sample. So today (7/12) I analyzed 2 more blanks and some Ultima Gold cocktail in a different lab 
hood to see if I saw any erbium in those samples, but they did not contain Er. So I’m not sure now if the 
first high blank on 7/3 was just a fluke, or if there is enough Er floating around in that rad-hood from our 
regular target analysis to contaminate samples at these extremely low analysis levels. I guess I could try 
more rad swipe samples and blanks in the rad-hood and see what we find. 
 
Mike Courtney 
Analytical Chemistry 
 

Erbium on Q-Tip and Swipe in Ultima Gold solution.    
       

Analyzed  7/3/2007 Micrograms/Liter Erbium   Micrograms 

 m/z166 m/z167 m/z168 Avg ug/L dilution(L) Erbium 

Swipe #5 0.047 0.045 0.045 0.046 0.1 0.005 

Swipe #25 0.081 0.080 0.080 0.080 0.1 0.008 

half ml #28 cocktail 0.059 0.060 0.058 0.059 0.1 0.006 

Blank Swipe 0.082 0.080 0.082 0.081 0.1 0.008 

cal blank check -0.002 -0.003 -0.003 -0.003 0.1 0.000 

     
     

Analyzed  7/12/2007 Micrograms/Liter Erbium   Micrograms 

 m/z166 m/z167 m/z168 Avg ug/L dilution(L) Erbium 

swipe blank 1 -0.004 -0.005 -0.005 -0.005 0.1 0.000 

swipe blank 2 -0.004 -0.005 -0.004 -0.004 0.1 0.000 

cocktail blank -0.001 -0.002 -0.002 -0.002 0.1 0.000 

filtered acid blank -0.004 -0.005 -0.005 -0.005 0.1 0.000 

0.043ppb std check 0.038 0.037 0.037 0.037 0.1 0.004 
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camehrh@sandia.gov   

02736 

MS 0871 Henry C. Peebles 
hcpeebl@sandia.gov  

02736 

MS 0871 Heather M. Richard 
hmricha@sandia.gov  

02736 

MS 0871 Robin Ohlhausen 
rohlhau@sandia.gov  

02736 

MS 0878 Michael O. Eatough 
moeatou@sandia.gov  

02735 

MS 0878 Clark S. Snow 
cssnow@sandia.gov  

02735 

 

 
Mail Stop Name Org. 
   

MS 0873 Alan R. Parker 
arparke@sandia.gov  

02712 

MS 0873 Steven M. Woodall 
smwooda@sandia.gov  

027122 

MS 0869 Carolyn A. Papp 
capapp@sandia.gov  

02739 

MS 0855 Timothy J. Gardner 
tjgardn@sandia.gov  

02710 

MS 0862 Luis A. Paz 
lapaz@sandia.gov  

02734 

MS 1103 Theodore N. Simmons 
tnsimmo@sandia.gov  

041281 

MS 1043 Steven Farmer 
sfarmer@sandia.gov  

041281 

MS 1103 Ross A. Miller 
ramille@sandia.gov  

04128 

MS 1103 Sonoya T. Shanks 
stshank@sandia.gov  

04121 

MS 0870 Robert Burkhart 
rburkha@sandia.gov  

02733 

MS 0870 Jaime Coffey 
jcoffey@sandia.gov  

041281 

MS 0899 Technical Library 9536 
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